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The purpose of this chapter is to describe the analytical methods that are available for detecting, and/or

measuring, and/or monitoring 1,1,2,2-tetrachloroethane, its metabolites, and other biomarkers of

exposure and effect to 1,1,2,2-tetrachloroethane. The intent is not to provide an exhaustive list of

analytical methods. Rather, the intention is to identify well-established methods that are used as the

standard methods of analysis. Many of the analytical methods used for environmental samples are the

methods approved by federal agencies and organizations such as EPA and the National Institute for

Occupational Safety and Health (NIOSH). Other methods presented in this chapter are those that are

approved by groups such as the Association of Official Analytical Chemists (AOAC) and the American

Public Health Association (APHA). Additionally, analytical methods are included that modify

previously used methods to obtain lower detection limits, and/or to improve accuracy and precision.

This section summarizes the methods available for the analysis of 1,1,2,2-tetrachloroethane in biological

and environmental media. In designing a study and choosing a method, it is very important that

adequate attention be paid to the extent of validation and field applicability. Some of the methods have

been validated (e.g., EPA 502), while some of the literature methods have not. It is the analyst’s

responsibility to determine the data quality needed before initiating the application of a particular

method.

6.1 BIOLOGICAL MATERIALS

A few studies were found in the literature that report the determination of this compound in biological

matrices. The discussion about the method that may be most sensitive for the determination of

tetrachloroethane levels in environmental samples and the advantages and disadvantages of the

commonly used methods (see Section 6.2) are also applicable to biological samples. Because of its

higher boiling point and the possibility of its loss through chemical reactions (Yasuda and Loughran

1!977), the recovery of this compound from complex biological samples by most analytical methods is

expected to be lower than the recoveries from air and water samples. The analytical methods for the

determination of 1 ,1,2,2-tetrachloroethane in biological matrices are given in Table 6-l. Information

about methods for metabolites of 1,1,2,2-tetrachloroethane in animal samples is given in Section 6.3.1;

these methods should be applicable to human samples.
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Chen at al. (1993) have reported a method for 1,1,2,2-tetrachloroethane in blood and several types of

tissue from rats. Samples were homogenized with saline and isooctane, and an aliquot of the isooctane

was transferred to a sampling vial for headspaceigas chromatography (GC) analysis. Fairly low

detection limits (400 rig/g) and good recoveries (90-100%) were reported. Another method for volatile

compounds in blood, urine, and tissues that should be applicable to the analysis of 1,1,2,2-

tetrachloroethane was reported by Streete et al. (1992). In this case, headspace analysis was used to

determine 1,1,2,2-tetrachloroethane in blood, urine, and tissue (after treatment with a proteolytic

enzyme). The authors stress the importance of collecting liquid samples in a container with no

headspace and keeping tissue samples frozen until a 20-50 mg piece is placed into the

headspacesampling vial. The most sensitive method found is based on purge and trap isotope dilution

GC in conjunction with high resolution mass spectrometry (GC/HRMS). This method from the Centers

for Disease Control and Prevention laboratory in Atlanta (Ashley et al. 1992) reported a limit of

detection (LOD) for 1,1,2,2-tetrachloroethane in blood of 0.005 ppb with recoveries ranging from 116%

at 0.063 ppb to 76% at 0.41 ppb. Great effort was devoted to the clean-up of collection and analysis

equipment to make such LODs possible. Additional information about the mass spectrometric (MS)

aspects of the method was reported by Bonin et al. (1992).

6.2 ENVIRONMENTAL SAMPLES

Methods for the analysis of 1,1,2,2-tetrachloroethane in environmental samples are presented in Table

6-2. There are two common methods used for the concentration of 1,1,2,2-tetrachloroethane from air.

One is the direct collection of organics in a cryogenically cooled trap in line with a GC; the other

method is concentration of the organic via adsorption on a sorbent column followed by thermal or

solvent desorption. An advantage of the direct sampling approach is that it can be very simple. The

disadvantages of the cryogenic cooling approach are that the method is cumbersome and that

condensation of moisture from air may block the passage of further air flow through the trap. The

sorbent-based concentration methods permit very large concentration factors and, as a result, good

LODs. The disadvantages of sorbent tubes are that the sorption and desorption efficiencies may not be

100% (breakthrough during collection and poor recovery during analyte desorption) and that the

background impurities in the sorbent tubes might elevate the method detection limit (Cox 1983). An

additional problem with sorbent tubes is that analyte can be lost if the tube is improperly stored after

sample collection. For example, Atlas and Schauffler (1991) reported losses for 1,1,2,2-

tetrachloroethane of 50% when the charcoal sorbent tube was stored at room temperature for 2 days

before
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desorption and analysis. The recoveries from the same type of tubes were very good when the tubes

were stored frozen for up to 30 days after sample collection. Chemical transformation of 1,1,2,2-

tetrachloroethane to trichloroethylene has been reported (NIOSH 1994) on certain types of charcoal

sorbents. It is also important to note that water introduced to the GC after both cryogenic and

sorbentbased collection methods can result in shifts in GC retention times and in the alteration of

instrumental response in MS detection that results from pressure changes in the ion source during

elution of the water.

The most common method for the determination of 1,1,2,2-tetrachloroethane levels in water, sediment,

soil, and other high solid samples is to purge the compound with an inert gas from the sample directly or

after suspension of the sample in water, and to trap the purged vapors onto a sorbent trap (purge and

trap). Subsequent thermal desorption is used for the determination of the analyte concentration.

Different purging methods have been compared by Melton et al. (1981). Purge and trap methods for

source and drinking water have also been described by Otson (1987) and Otson and Williams (1982). A

purge and trap method has even been adapted and applied to highly radioactive waste samples (Ton-

&ins et al. 1989). Dynamic thermal stripping is a variation of the purge and trap method. It has been

shown to extend the range of analyte molecular weights that can be accessed using this type of

methodology (Lesage 1991). The determination of 1,1,2,2-tetrachlorethane can be accomplished by both

the purge and trap and dynamic thermal stripping methods. Matz and Kesners (1993) have described a

“spray and trap” method in which the sample is continuously sprayed into a container that is swept with

gas to transport the volatilized organics to a sorbent trap. Unlike the bubble stripping of purge and trap,

the spray extraction offers a continuous analyte flux of constant concentration for optimum trapping

conditions. A publication by Daft (1989) demonstrates the poor accuracy that can result when

liquid/liquid extraction approaches are applied to samples containing volatile organic

compounds.

The two routine quantification methods that provide the lowest detection limits are halogen-specific

detection (e.g., Hall electrolytic conductivity detector) and MS. Since the compound has four chlorine

atoms, electron capture detection (ECD) is also very sensitive for this compound. The advantages of

halogen-specific detectors are they are not only very sensitive, but are also selective for

halogencontaining compounds. The mass spectrometer, on the other hand, provides additional

confirmation of the presence of a compound through the compound’s characteristic fragmentation

pattern, and this selectivity can be very desirable when the simultaneous quantification of many

compounds is required.
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The inability of halogen-specific detectors to detect and quantify non-halogen compounds can be

overcome by using other detectors (e.g., photoionization detector) in series (Driscoll et al. 1987; Lopez-

Avila et al. 1987). Atomic emission detectors can provide signals from many elements within the

molecule (C, H, and Cl for 1,1,2,2-tetrachloroethane) simultaneously (Ryan et al. 1990; Yieru et al.

1990a, 1990b). A detection limit of 10 pg 1,1,2,2-tetrachloroethane was reported using a helium

discharge detector in conjunction with GC (Ryan et al. 1990).

High-resolution gas chromatography (HRGC) with capillary columns is a better method for volatile

compounds than packed columns because capillary columns provide better resolution of closely eluting

compounds and increase the sensitivity of detection. Sample purge and on-column cryotrapping can

eliminate the need for the conventional purge and trap unit and can reduce the time of analysis (Pankow

and Rosen 1988). Although this approach is most easily accomplished using packed columns, capillary

columns can provide better separation and method sensitivity. The plugging of the trap (or column) by

moisture condensation during cryotrapping in an open tubular column can be avoided through the use of

a very wide bore capillary column; the chromatographic resolution of such a column is inferior to

narrow bore capillary columns (Mosesman et al. 1987; Pankow and Rosen 1988) and limits the method

sensitivity.

6.3 ADEQUACY OF THE DATABASE

Section 104(i)(5) of CERCLA, as amended, directs the Administrator of ATSDR (in consultation with

the Administrator of EPA and agencies and programs of the Public Health Service) to assess whether

adequate information on the health effects of 1,1,2,2-tetrachloroethane is available. Where adequate

information is not available, ATSDR, in conjunction with the NTP, is required to assure the initiation of

a program of research designed to determine the health effects (and techniques for developing methods

to determine such health effects) of 1,1,2,2-tetrachloroethane.

The following categories of possible data needs have been identified by a joint team of scientists from

ATSDR, NTP, and EPA. They are defined as substance-specific informational needs that if met would

reduce the uncertainties of human health assessment. This definition should not be interpreted to mean

that all data needs discussed in this section must be filled. In the future, the identified data needs will be

evaluated and prioritized, and a substance-specific research agenda will be proposed.
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6.3.1 Identification of Data Needs

Methods for Determining Biomarkers of Exposure and Effect. A few methods were found for the

determination of 1,1,2,2-tetrachloroethane levels of biological matrices. The most sensitive method

found was that of Ashley et al. (1992) in which the LOD for 1,1,2,2-tetrachloroethane in human blood

was reported to be 0.005 ppb with a recovery of 116% at 0.063 ppb. Chen et al. (1993) reported

methods for the determination of this compound in blood and tissues from rats that were used to study

the toxicokinetics of 1,1,2,2-tetrachloroethane after intra-arterial administration. The LOD reported was

400 rig/g, depending on the tissue, with 90-100% recovery and an average precision of 1.7% relative

standard deviation (RSD). The methods for rat tissues should be applicable to human tissues, but have

not been evaluated. The study of the levels of the parent compound in human blood, urine, or other

biological matrices can be useful in deriving a correlation between levels of this compound in the

environment and those in human tissue or body fluid. Such controlled correlation studies are unavailable

for this compound.

In order to assess whether the current methods are adequate for the monitoring of background levels in

humans, some calculations need to be done. If a Minimal Risk Level (MRL) to humans is assumed to be

0.6 mg/kg/day for an oral intermediate-duration exposure (Chapter 2), the dose to a 70-kg person will be

21 mg/day (7.3 pg/min) assuming 50% absorption. If 0.015% of the absorbed dose is excreted in urine

per minute (Morgan et al. 1970) and a total urinary output of 1,400 ml/day is assumed, this results in a

predicted concentration of approximately 2.3 ng/mL (2.3 ppt). At the chronic-duration MRL (0.04

mg/kg/day), the predicted concentration in urine, using the same assumptions as above, would be 0.15

mg/mL (0.15 ppb). The concentration is likely to be higher in blood and thus should be detectable by the

method of Ashley et al. (1992), but this has not been shown. No LODs were reported for methods for

the measurement of 1,1,2,2,-tetrachloroethane in urine. If present in blood, this compound should be

detectable in breath, but no methods were reported. Thus, methods are needed for the measurement of

1,1,2,2-tetrachlorethane in biological matrices if detection of exposures at the MRLs are desired.

No metabolite or biomarker of 1,1,2,2-tetrachloroethane from human exposure specific to this

compound has yet been identified (see Section 2.6). The changes in metabolite concentrations with time

in human blood, urine, or other appropriate biological medium may be useful in estimating its rate of

metabolism in humans. In some instances, a metabolite or a biomarker might be useful in
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correlating the exposure doses to the human body burden but, as previously noted, the metabolites are

not specific to 1,1,2,2-tetrachloroethane. Such studies on the levels of metabolites/biomarkers in human

samples are not available for this compound, although metabolic products of this compound from

animal and in vitro studies have been identified (see Chapter 2) and analytical methods for their

quantification are available. The metabolites chloral hydrate, trichloroethanol, trichlorethanol

glucuronide, and trichloroacetic acid have all been determined using variations of headspace analysis

(Breimer et al. 1974; Christensen et al. 1988; Koppen et al. 1988). These compounds are metabolites of

TCE that can be formed from 1,1,2,2-tetrachloroethane. Reported sensitivities were approximately 20

ng/mL (20 ppb). Assuming a greater abundance in urine of metabolites relative to parent compound,

these methods might be adequate but this has not been demonstrated. Additional methods need to be

validated or developed to detect metabolites of 1,1,2,2-tetrachloroethane after exposures at the MRLs.

Methods for Determining Parent Compounds and Degradation Products in

Environmental Media. The occurrence of this compound in environmental media can be used to

indicate possible exposure of humans to this compound through the inhalation of air and ingestion of

drinking water and foods containing 1,1,2,2-tetrachloroethane. The MRL for intermediate-duration

inhalation exposure is 0.4 ppm (see Section 2.5). Methods for the measurement of 1,1,2,2-

tetrachloroethane in air at the ppt level and at least 85% accuracy are available (Atlas and Schauffler

1991; Class and Ballschmiter 1987; Singh et al. 1981). No new methods are needed for this compound

in air. The MRL for oral exposure for intermediate duration is 0.6 mg/kg/day, and for chronic duration

is 0.04 mg/kg/day (see Section 2.5). Methods for the measurement of 1,1,2,2-tetrachloroethane in

drinking water are sensitive to sub-ppb (sub-µg/L) and ppt (ng/L) levels with 91-100% accuracy (APHA

1989a, 1989b; EPA 1986c, 1988d). No new methods are needed for drinking water. Very little

information was found for 1,1,2,2-tetrachloroethane in food; additional detection methods are needed

for foods.

Although the products of biotic and abiotic processes of this compound in the environment are

adequately known, no systematic study is available that measures the concentrations of its reaction

products in the environment. In instances where the product(s) of an environmental reaction is more

toxic than the parent compound, it is important to know the level of the reaction products in the

environment. It is known that 1,1,2,Ztetrachloroethane degrades under anaerobic conditions (e.g., in

anaerobic landfills, leading to contamination of groundwater) and via hydrolysis to trichloroethylene
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(see Section 5.3.2, and Cooper et al. [1987] and Haag and Mill [1988]). Hallen et al. (1986) also

reported isolating 1,1,2-trichloroethane, cis- 1,2-dichloroethylene, trans- 1,2-dichloroethylene, l,l-

dichloroethylene, and vinyl chloride after 6 weeks of incubation of 1,1,2,2-tetrachloroethane in a

simulated landfill. The analytical methods for the determination of the levels of these environmental

reaction products of 1,1,2,2-tetrachloroethane are available. Drinking water would be expected to be the

main route of oral exposure. All of these compounds can be measured in drinking water using EPA

Method 502.2 (EPA 1988d). Method detection limits (µg/L) are stated to be 0.01 for trichloroethylene,

not determined for 1,1,2-trichloroethane, 0.01 for cis-1,2-dichloroethylene, 0.05 for trans- 1,2-

dichloroethylene, 0.07 for l,l-dichloroethylene, and 0.02 for vinyl chloride. Precisions were reported to

be between 2 and 4% RSD. All of the stated degradation products except cis- and trans-1,2-

dichloroethylene can be measured in soils and solid wastes using EPA method 8240 (EPA 1986a) with

practical quantitation limits (PQLs) of approximately 5 µg/L in groundwater, 5 µg/kg in soils/sediments,

and 0.5 mg/kg in wastes. All of the degradation products except cis- 1,2-dichloroethylene can be

measured in municipal and industrial wastes with PQLs ranging from 0.02 µg/L for 1,1,2-

trichloroethane to 0.18 µg/L for vinyl chloride. Assuming that the concentrations of these degradation

products are much less than the concentration of 1,1,2,2-tetrachloroethane and knowing that the

methods for the parent compound are sufficiently sensitive to measure background levels, no additional

methods are needed at the present time.

6.3.2 Ongoing Studies

The Environmental Health Laboratory Sciences Division of the National Center for Environmental

Health, Centers for Disease Control and Prevention, is developing methods for the analysis of 1,1,2,2-

tetrachloroethane and other volatile organic compounds in blood. These methods use purge and trap

methodology, HRGC, and magnetic sector MS which gives detection limits in the low ppt range.

No other ongoing studies related to analytical methods were identified.




